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A Micrometric 12-40 KMC Waveguide Slotted Line 
with Interchangeable Sections and Untuned Probe 



HEWLETT-PACKARD slotted lines 
hav^e always exhibited in their design 
approach an excellence which has made them 
the standard of the field. In coaxial equip- 
ment, for example, the -hp- 500-4,000 mega- 

]Cycle slotted 
section^ 
achieved supe- 
rior perform- 
ance through 
the use of two 
parallel metal 
planes or slabs* 
These served as the outer conductor and 
gave the section very high mechanical rigid- 
ity. In waveguide equipment, the -hp- 4-18 
kmc sections' w^ere designed so that a single 
probe carriage could accommodate a num- 
ber of guide sizes, thereby making one pre- 
cision probe carriage useful for four or five 
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I. ^hp- Modti S05A 300^,000 
mc t^oaxial dot led ^ectsfm. 




waveguide ranges with consequent econ 
omy of instrumentation. 

A new series 
of waveguide 
slotted line 
equipment has 
now been de- 
signed for the 
range from 12*4 
to 40 kilo mega- 
cycles* Like the 
4 to 18 kmc sec- 
tions^ the new sections are also designed with 
a single probe carriage which will accom- 
modate any of the three guide sizes that cover 
the 12-40 kmc range* The design is such that 

iW. B. Whole>% Greater Reliahit'tty in UHF Impedance 

Measurements, Hewlett-Packard JoLirnal, VoL I, No. 5, 

January, 1950. 
-N. B. Schrock, The -hp- Program for Wave guide Type 

Measuring EiitiipmetH, Hewlett-Packard Journal, Vol* 2, 

No. 6, February, 1951. 



Fig, 2. -/j/>- Model 809B Um- 
versat Pro he Carriage for 4- 
Ifi kmc tii^reguide sections. 
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Fig. 3, New -hp- Aiodel 8 14 A Probe Carriage is conUr tided on micro metric principle, uccomnto- 

dates three slatted guide sections covering 1 2,4-40 kmc range. Model 446 A broadband probe 

shown at hoUofn ^peraiei oter entire 1 2-40 kmc range U'itb&t4i tuning. 
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Fig. 4, Cntatiay drawing showing how micromeiric principle is incorporaled in probe 

carriage design. 



any desired sectian can be inserted 
in the carriage in a matter of sec- 
onds. A full waveguide range of 
overlap is provided between this and 
the lower frequency slotted line ser- 
ies to permit each series to have 
maximum usefulness, 

I, PROBE CARRIAGE 

Because it operates in a frequency 
region where mechanical precision 
in slotted line equipment becomes 
increasingly important, the new 
probe carriage has been designed to 
give greater accuracy' in probe posi* 
tioning as well as greater accuracy 
in reading the probe position on a 
scale. The positioning mechanism is 
a precision lead screw and nut as 
shown in Fig. 4. The scale is similar 
to a micrometer head and consists 
of two drum dials carr>'ing engraved 
divisions. The outer dial provides a 



direct drive on the lead screw while 
the inner dial is geared down and is, 
in effect^ a revolution counter. Ball 
bearings at each end of the carriage 
support the sc^ew^. Motion from the 
lead screw to the probe is imparted 
by a midti- thread nut section or 
traveler which is spring-loaded 
against the screw^* A high order of 
precision is obtained for the screw 
and nut by forming the screw by 
grinding methods and by lapping 
the nut to the screw. 

Vertical support for the probe 
holder is provided by a linear, hori- 
zontal bearing arrangement (not 
shown in illustration) which con* 
sists of precision balls running be- 
tw^een precision horizontal grooves 
in two hardened surfaces located 
just below and behind the mounting 
plate for the slotted sections. 

Besides giving high accurac>> the 



design is such that it has no detect- 
able backlash. The micrometer 
knobs are pinned to the lead screw 
shaft and thus provide a direct 
drive. The traveler nut is spring- 
loaded against the lead screw, while 
the weight of the probe holder and 
probe is completely absorbed by the 
linear bearing arrangement de- 
scribed previously. The screw thus 
has to supply only the force neces- 
sary to move the probe holder hori- 
zontally on its linear ball race. 

The micrometer head at the right 
end of the carriage is calibrated in 
centimeters and can be read to with- 
in at least two- thousandths of a cen- 
timeter of probe travel (two-thou- 
sandths of a wavelength at 30 kmc). 
The micrometer scale is arranged so 
that it reads the distance of the probe 
directly from the right-hand tlange 
surface of any of the slotted sections 
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Fig. 5. Sew sfaitvii tine e^tiipmeni uftd with -kp- 41 ^B Sttindiug Ware Indkittor and 62SA 



designed for the probe, a feature of 
considerable assisiance in most cases 
where che impedance at a point in 
the device attached to the slotted sec- 
tion is to be determined. A friction 
clutch on the micrometer head fur- 
ther permits the reading to be ad- 
justed to any convenient reading at 
any point in its travel. 

The probe position can be ad- 
justed ^^ith either the right or left 
hand by means of the large slow- 
motion knobs at the ends of the car- 
riage. In addifiont the smaller knobs 
at the right side of the carriage can 
be used to move the probe more rap- 
idly. The total probe travel is 3*9 
cm or about 1 wavelength at the 
lowest rated frequency of 12.4 kmc. 

To secure rigidit)- and permanent 
accuracy for the complete carriage, 
the mechanism is incorporated into 
a heavy box*like aluminum casting 
with wide flanges around the bot- 
tom surfaces. Levelling screws are 
provided at the corners. 

IL SLOTTED SECTIONS 
Like the -hp- lower frequency 
waveguide probe carriage, the new 
Model 8I4A carriage is designed to 



accommodate several waveguide 
sizes in order to achieve greater 
equipment flexibility. At present 
slotted sections for the 12*4-18, 18- 
26.3, and 26,5- iO kmc ranges have 
been designed for use with the 
carriage. 



The sections mount on the car- 
riage in a very simple manner. Each 
of the sections is provided with a lip 
along its front edge and this lip 
seats against a precision plate along 
the top of the carriage. This arrange- 
ment positions the slotted section 
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Fig* 6. Typical response tutve ©/ 4^46 A hroadhand probe oier 18-40 kme range for 
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Fig* 7- New 446A broadhaml prohe. 

Thttmhscreiv /iniocka probe for adjusting 

uniennu pf^neiration, 

positively and accurately, and it is 
then locked in place with two 
thumbscrews. Sections can thus be 
interchanged rapidly and conven- 
ientiy. 

Hach of the sections is also ar* 
ranged with a simple method for 
minimizing any slope error, al- 
though this adjustment is first made 
at the factory and normally need not 
again be adjusted. The adjustment 
is provided merely because the phys- 
ical shape of a slotted section of 
waveguide prevents obtaining the 
same precision between the mount- 
ing surface and the axis of the guide 
that is achieved between the hori- 
zontal bearing race for the probe 
holder and the mounting plate for 
the slotted section. 

The slope-ad j usting mechanism 
consists of rw^o shafts located In such 
a way that the shaft surfaces extend 
through the bottom of the section* 
The shafts are eccentrically mounted 
and are provided with end slots 
which extend through the front of 
the section* Slope adjustments thus 
consist merely of rotating one or the 
other of these shafts with a screw- - 
driver. 

The slotted sections are formed 
from tellurium copper, a material 
which has been shown by several 
investigations^ to offer superior 
characteristics as a guide material in 
this range. Included among its desir- 

^For example* Ralph D. Lending, New 
Criteria for Microuate Compotie-tii Sftr- 
facei. Proceedings of the National Hlec- 
tronics Conference, Vol. XJ, p, 39 1 -40 L 



able properties is a high surface con- 
ductivity which, in contrast to sil- 
ver in this range, remains high in the 
face of normal oxidation. A low re- 
sidua! VSWR for the sections is 
achieved by the use of tapered slots. 

Ilk 12-40 KMC UNTUNED PROBE 

One of the most popular features 
of the -hp- lower frequency wave- 
guide slotted line equipment has 
been that the sampling probe was 
designed as an untuned probe. Be* 
sides relieving the user of the incon- 
venience of making adjustments 
each time frequency was changed, 
this feature also meant that VSWR 
measurements wXTe not susceptible 
to errors introduced when drifts in 
the frequency source during the 
measurement caused the probe to be- 
come detuned. At the same time the 
probe could be used over six wave- 
guide bands and its efficiency- w^as 
such that its output competed with 
or even bettered that of tuned 
probes. 

The probe for the new slotted line 
equipment has also been designed as 
an untuned probe and operates over 
the full 12.4-40 kmc range. To ac- 
complish this while keeping probe 
efficiency high, a 1N55 microw^ave 
crystal is modified by ctitting away 
its outer coaxial shell in such a w^ay 
as to expose its center pin and by re- 
ducing the diameter of the center 
pin itself. This modified crystal is 
then arranged in the probe in such a 
way that its center pin serves as the 
probe antenna. Through this ar- 
rangement the cr> stal is located suf- 
ficiently near the w^aveguide slot 
that the residual effects which give 
rise to the need for tuning methods 
are minimized. A d-c return path for 
the cr) stal is provided by a 100-ohm 
disc resistor which also serves to 
smooth the crystal response. Anten- 
na penetration is adjustable by ad* 
justing the height of the probe in its 
holder. 



These considerations have re- 
sulted in an untuned probe which 
has high output and a relatively flat 
frequency response (Fig, 6). I'he 
output compares with that available 
from tuned probes, although in this 
frequency range individual crystals 
can aflfeci the output by 6 dh or 
more. The output drops off some- 
what in the 30-40 kmc vicinin', in 
common w^ith tuned probes, 

OTHIR MILLIMETER WAVI EQUIPMENT 

A number of other devices for the 
12-40 kmc range are in production 
or under design, including mounts, 
attenuators, wave meters, etc. These 
will be described in future issues. 
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SPECIFICATIOhtS 

MODEL ai4A 
UNIVERSAL PROBE CAftfllAGE 

Ccrrrfoge. WcJunts all -hp %\5A Shotted »et- 

Probe teqi^iftiJr -hp- 446A Untuned Probe. 

C^ltbrtiHoni Metric. VernJef dial permits 4\- 

rect reading to 0.1 mm ond interpolating 

to within 002 mm. 
Acturary: R^iiduol VSWR jejs than 1.02. 

Slope errors cor^ hn eliminated hy odfuit- 

ment. 

Adfuflabft tegs; Knurl »cf thumb tcriiwi on all 

four carriage legs. 
She: T' long^ 41/4" wide, 5" hEgh. 
Prjce/ $225.00. 

MODil d15A 
WAVEGUIDI SLOTTED SECTIONS 

A^odeJ ^^}5A', 13,4 le.O kmc 0622" k 0311" 

I. D. cjuide;-: 5-19 64" oy^f-all lengthi 

5200.00. 
Mode/ KSISA: lB.0-26.5 kmc (0.420'^ * 0.170" 

\. D. guide); 5 19 64" «veroll len&t^; 

5200.00. 
McK/e/ WiSk'. 26.5-40.0 kmc (0.280" % 0,140" 

U D. guide i; J- IP 64" overall lengfji; 

5200.00, 

MODIL 446A 
UNTUNED PROBE 

FrMfuenrjc Anngie^.- 12.4 (o 40,0 Itmc. 

Oetecfo/^ Modtfivd ^H^'^ silicon diode. 

Oafpu* ConnecfSfr Standard UG-1094, U ccti- 
nector,. 

Tunjfig: Untuned. 

Price: SU5,00. 

Price J f.o.b. Polo Alto* Colifomia. 

pQto Subject to change without notice. 
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